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Abstract: Background: Left atrial (LA) assessment is an important marker of adverse cardiovascular
outcomes. Cardiovascular magnetic resonance (CMR) accurately quantifies LA volume and function
based on biplane long-axis imaging. We aimed to validate single-plane-derived LA indices against
the biplane method to simplify the post-processing of cine CMR. Methods: In this study, 100 patients
from Leeds Teaching Hospitals were used as the derivation cohort. Bias correction for the single
plane method was applied and subsequently validated in 79 subjects. Results: There were significant
differences between the biplane and single plane mean LA maximum and minimum volumes and
LA ejection fraction (EF) (all p < 0.01). After correcting for biases in the validation cohort, significant
correlations in all LA indices were observed (0.89 to 0.98). The area under the curve (AUC) for the
single plane to predict biplane cutoffs of LA maximum volume ≥ 112 mL was 0.97, LA minimum
volume ≥ 44 mL was 0.99, LA stroke volume (SV) ≤ 21 mL was 1, and LA EF ≤ 46% was 1, (all
p < 0.001). Conclusions: LA volumetric and functional assessment by the single plane method has a
systematic bias compared to the biplane method. After bias correction, single plane LA volume and
function are comparable to the biplane method.

Keywords: heart atria; magnetic resonance imaging; CMR; image processing; atrial function

1. Introduction

The importance of the left atrium (LA) structure and function in predicting cardio-
vascular health outcomes is well established. For instance, an enlarged LA size has been
linked to a higher risk of cardiovascular events in the general population, as well as a
poorer prognosis for patients with heart failure and myocardial infarction [1–4]. Further-
more, an enlarged LA size has been associated with the onset of atrial fibrillation (AF) and
stroke [5–7]. Similarly, diminished LA function correlates with cardiovascular events in
the general population and in patients with preserved left ventricular (LV) systolic func-
tion [8]. In clinical practice, cardiovascular magnetic resonance (CMR) offers precise and
reproducible LA structure and function measurements with high spatial and temporal reso-
lution without the risk of radiation exposure [9,10]. The American College of Cardiology
Foundation and the American Heart Association recommend using noninvasive imaging
modalities, including CMR, when transthoracic echocardiography is unable to evaluate
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cardiac structure and function accurately [11,12]. LA structure and functional assessment
are mainly done using biplane long-axis views, including four-chamber and two-chamber
views [13,14]. In addition, more recently, the CMR assessment of LA has been shown to
be important in assessing left ventricular filling pressure (LVFP) and hemodynamics as it
can measure acute and dynamic changes in preloading conditions on the left ventricle [15].
CMR can estimate LVFP in patients with suspected heart failure, and CMR-modelled LVFP
has been shown to have prognostic power [15,16].

To streamline the workflow in daily clinical practice, quantifying LA function and
structure from a single plane may be sufficient [17]. However, the accuracy of these mea-
surements from a single plane method is yet to be determined. In addition, sometimes, due
to temporal differences in four-chamber and two-chamber cines, errors can be introduced
in quantifying LA volume and function [18]. Finally, occasionally, some patients do not
complete their CMR examination due to claustrophobia, which can further limit the ap-
plication of the biplane method. Hence, an alternative single plane four-chamber method
would be desirable for LA quantification.

We hypothesize that four-chamber imaging alone can provide accurate and reliable
measurements of LA volumes and function.

2. Materials and Methods
2.1. Study Cohort

This study consisted of a cohort of 179 patients with several cardiovascular dis-
eases who have been previously prospectively recruited to other studies between 2014
to 2018 [19,20]. The group was divided into derivation (n = 100) and validation (n = 79)
cohorts. The inclusion criteria specific to this study were individuals over the age of 18
who provided written informed consent. In addition, a four-chamber, well-planned cine
and two-chamber cine were needed for the patients to be enrolled to this work. The ex-
clusion criteria were estimated glomerular filtration rate (eGFR) < 30 mL/min/1.73 m2,
claustrophobia and any CMR contraindications.

2.2. Ethics Approval and Consent to Participate

The research adhered to the guidelines outlined in the 2013 version of the Declaration
of Helsinki. Data acquisition and handling were authorised by the National Research Ethics
Service in the UK, with approval number 21/NE/0149.

2.3. Cardiac Magnetic Resonance Protocol

The CMR images for this study were performed on a 1.5 T Ingenia system by Philips
Healthcare (Best, The Netherlands) equipped with a Biometric body with 28-channel
coils and digitisation of the CMR signal in the receiver coil. The CMR protocol included
baseline survey images, cines (vertical long-axis, horizontal long-axis, 3-chamber and
the LV volume contiguous short axis stack), early and late gadolinium enhancement
imaging, two-dimensional phase contrast and four-dimensional flow acquisition methods
previously described by our group [19,20]. Following planning sequences, four-chamber
cine images were acquired, followed by a stack of short-axis cine images covering apex
to base. For standard cines, we acquired 30 phases throughout the cardiac cycle. Other
cine acquisition parameters include an 8-mm slice thickness, repetition time of 2.72 ms and
echo time of 1.36 ms using a standard cardiac-gated balanced steady-state free precession
(bSSFP) sequence.

2.4. CMR Analysis

All analyses used MASS research software (version 2023—EXP, Leiden University
Medical Center, Leiden, The Netherlands). Endocardial contours for the left and right
ventricle and atria structures were drawn in all cardiac phases using artificial intelligence
models previously described [21] in the four-chamber cine. Epicardial contours were
also drawn for the left ventricle. Endocardial contours for the left ventricle and left atria
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structures were drawn for the two-chamber cine. For quality control, the AI-generated
segmentations and time-resolved volume curves throughout all cardiac phases for all
four chambers were evaluated by one of the authors (HA) and double-checked by an
experienced clinician (SCMR Level 3).

2.5. Statistical Analysis

Data were analysed using MedCalc® Statistical Software, version 22.014 (MedCalc Soft-
ware Ltd., Ostend, Belgium). Continuous variables were expressed as the mean ± standard
deviation (SD). Discrete data were presented as numbers (n) and percentages (%). All
data were treated as parametric. Variables were compared between groups using an in-
dependent sample t-test. Correlations between the two methods were evaluated using
Pearson’s coefficient of rank correlation (r). We used Bland Altman plot analysis to check
for agreement and bias between the methods. The discriminative capability was evaluated
by calculating the area under the curve (AUC) using receiver operating characteristic (ROC)
curves. The statistical significance was set at p < 0.05.

3. Results
3.1. Left Atrial Biplanar Volume Assessment in the Whole Cohort

In total, we enrolled 179 patients. Figure 1 demonstrates the broad cumulative distri-
bution of LA volume and functional metrics across all normal and abnormal values ranges.
In the total cohort, 40 patients (22%) had elevated LA maximum volume (≥112 mL). For
LA minimum volume, 79 patients (44%) had high LA minimum volume (≥44 mL). Only
four patients (2%) had reduced LA SV (≤21 mL). However, 56 patients (31%) had reduced
LA EF (≤46%).
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Figure 1. Cumulative frequency distribution of biplane left atrial (LA) parameters in the whole study
cohort (n = 179). Each graph’s two distinct background colors divide them at the halfway point of
the y-axis, indicating different zones or reference ranges for easier visual interpretation. The figure
effectively visualizes the distributions of the biplane LA parameters measured in the study.

For the LA maximum volume, the biplane method showed a range of 28–225 mL,
with a mean of 93 mL (95% CI: 89–98 mL), median of 88 mL (95% CI: 84–91 mL), and
standard deviation of 31 mL. The relative standard deviation was 34%, and the standard
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error was 2.3 mL. For the LA minimum volume, the range was 4.5–181 mL, with a mean of
49 mL (95% CI: 45–53 mL), median of 41 mL (95% CI: 38–45 mL), and standard deviation
of 29 mL. The relative standard deviation was 58%, and the standard error was 2 mL. For
the LA SV, the biplane method showed a range of 16–87 mL, with a mean of 44 mL (95%
CI: 42–46 mL), median of 43 mL (95% CI: 41–46 mL), and standard deviation of 13 mL. The
relative standard deviation was 30%, and the standard error was 1 mL. For the LA EF, the
range was 11–93%, with a mean of 50% (95% CI: 48–52%), median of 53% (95% CI: 51–54%),
and standard deviation of 14%. The relative standard deviation was 27%, and the standard
error was 1%.

3.2. Derivation Cohort (n = 100)
3.2.1. Correlations between Biplanar and Single Planar Methods

The regression equations and scatter plots are presented in Figure 2. The regression
analysis of the dependent variable biplane maximum LA volume (in mL) on the inde-
pendent variable single plane maximum LA volume (in mL) yielded a highly significant
model (p < 0.001) with a strong coefficient of determination (r = 0.96), indicating that
approximately 96% of the variation in biplane maximum LA volume can be explained by
single plane maximum LA volume. The regression equation is y = 16.193 + 0.917x. The
intercept is 16.2 (95% CI: 11.0 to 21.3, t = 6.2, p < 0.001), and the slope is 0.9 (95% CI: 0.9 to
1.0, t = 32.4, p < 0.001), both of which are statistically significant.
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Figure 2. Scatter plots with heat maps demonstrating correlations between single plane four-chamber
cine (4CH) left atrial (LA) parameters and biplane LA parameters. The color-coding of data points
represents data density, with red indicating higher density and blue signifying lower density. Each
plot includes a linear regression line with confidence intervals, demonstrating the strength and
direction of the correlations. The figure effectively visualizes the strong positive correlations between
the single plane and biplane LA parameters measured in the study.

The regression analysis of the dependent variable biplane minimum LA volume (in
mL) on the independent variable single plane minimum LA volume (in mL) yielded a highly
significant model (p < 0.001) with a strong coefficient of determination (r = 0.98), indicating
that approximately 98% of the variation in biplane minimum LA volume can be explained
by single plane minimum LA volume. The regression equation is y = 7.751 + 1.017x. The
intercept is 7.8 (95% CI: 5.5 to 10.0, t = 6.9, p < 0.001), and the slope is 1.0 (95% CI: 0.97 to
1.06, t = 44.2, p < 0.001), both of which are statistically significant.
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The regression analysis of the dependent variable biplane LA SV (in mL) on the
independent variable single plane LA SV (in mL) yielded a significant model (p < 0.001)
with a strong coefficient of determination (r = 0.91), indicating that approximately 91% of
the variation in biplane LA SV can be explained by single plane LA SV. The regression
equation is y = 5.057 + 0.900x. The intercept is 5.1 (95% CI: 1.2 to 8.9, t = 2.6, p = 0.01), and the
slope is 0.9 (95% CI: 0.82 to 0.98, t = 21.4, p < 0.001), both of which are statistically significant.

The regression analysis of the dependent variable biplane LA EF (in %) on the inde-
pendent variable single plane LA EF (in %) yielded a significant model (p < 0.001) with
a strong coefficient of determination (r = 0.96), indicating that approximately 96% of the
variation in biplane LA EF can be explained by single plane LA EF. The regression equation
is y = −0.382 + 0.917x. The intercept is −0.4 (95% CI: −3.2 to 2.5, t = −0.3, p = 0.79), and the
slope is 0.9 (95% CI: 0.87 to 0.97, t = 36.3, p < 0.001), both of which are statistically significant.

3.2.2. Bland–Altman Plots and Bias Investigation

In a derivation cohort of 100 subjects, the comparison between the biplane and single
plane methods for measuring LA volume and function revealed significant differences
(Table 1). The Bland–Altman plots are presented in Figure 3. The mean ± SD of maximum
LA volume was found to be lower in the single plane method (86 ± 30 mL) compared
to the biplane method (96 ± 29 mL), with a bias of −9 mL and a standard deviation of
bias of 9 mL (p < 0.01). Similarly, the mean minimum LA volume was also lower in the
single plane method (42 ± 26 mL) compared to the biplane method (50 ± 27 mL), with a
bias of −8 mL and a standard deviation of bias of 6 mL (p < 0.01). However, there was no
significant difference in the LA SV between the two methods (45 ± 13 mL for both), with a
negligible bias of −1 mL and an SD of bias of 6 mL (p = 0.27). Interestingly, the mean LA
EF was found to be higher in the single plane method (55 ± 15%) compared to the biplane
method (50 ± 14%), with a bias of 5% and an SD of bias of 4% (p < 0.01). The SD of the bias
was used to correct the systematic bias in these measurements.
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Table 1. Left atrial volumetric measurements by biplane and single plane analysis methods of the
derivation cohort (n = 100).

Derivation Cohort Biplane
Method

Single Plane
Method Bias SD of Bias p

LA maximum volume, mL 96 ± 29 86 ± 30 −9 9 * <0.01
LA minimum volume, mL 50 ± 27 42 ± 26 −8 6 * <0.01

LA stroke volume, mL 45 ± 13 45 ± 13 −1 6 0.27
LA ejection fraction, % 50 ± 14 55 ± 15 −5 4 * <0.01

Mean ± standard deviation. * The standard deviation of the bias has been used to correct the systematic bias.
Abbreviations: LA, left atrium; SD, standard deviation.

3.3. Validation Cohort (n = 79)
3.3.1. Left Atrial Volumetric Assessment

The arithmetic mean ± SD of the LA maximum volume derived using the biplane and
single plane methods were (90 ± 34 mL, 95% CI: 82.8 to 97.9 mL) and (83 ± 34 mL, 95% CI:
75.8 to 90.8 mL), respectively, indicating that the true population mean is likely within this
range. The median values for the biplane and single plane methods were (86 mL, 95% CI:
78.9 to 90.7 mL) and (76 mL, 95% CI: 71.4 to 86.3 mL), respectively. The variance, which is a
measure of dispersion for biplane and single plane methods, was 1132 mL and 1127 mL,
respectively. The relative standard deviation for the biplane method was 37%, and the
single plane method was 34%, providing a measure of dispersion relative to the mean.
The standard error of the mean, which estimates the precision of the sample mean as an
estimate of the population mean, was 3.8 mL for both methods.

For LA minimum volume, the arithmetic mean ± SD using the biplane and single
plane methods were (48 ± 30 mL, 95% CI: 40.9 to 54.6 mL) and (41 ± 30 mL, 95% CI: 34.6 to
47.9 mL), respectively, indicating that the true population mean is likely within this range.
The median values for the biplane and single plane methods were (39 mL, 95% CI: 34.9
to 44.8 mL) and (32 mL, 95% CI: 28.5 to 38.5 mL), respectively. The variance, which is a
measure of dispersion for the biplane and single plane methods, was 923 mL and 883 mL,
respectively. The relative standard deviation for the biplane method was 64%, and the
single plane method was 72%, providing a measure of dispersion relative to the mean.
The standard error of the mean, which estimates the precision of the sample mean as an
estimate of the population mean, was 3.4 mL and 3.3 mL for biplane and single plane
methods, respectively.

The biplane and single plane LA SV’s arithmetic mean ± SD were (43 ± 14 mL, 95%
CI: 39.6 to 45.7 mL) and (42 ± 13 mL, 95% CI: 39.3 to 44.9 mL), respectively, indicating that
the true population mean is likely within this range. The median values for the biplane
and single plane methods were (41 mL, 95% CI: 37.6 to 45.9 mL) and (41 mL, 95% CI:
38.9 to 45.2 mL), respectively. The variance, which is a measure of dispersion for the
biplane and single plane methods, was 184 mL and 158 mL, respectively. The relative
standard deviation for the biplane method was 32%, and the single plane method was 30%,
providing a measure of dispersion relative to the mean. The standard error of the mean,
which estimates the precision of the sample mean as an estimate of the population mean,
was 1.5 mL and 1.4 mL for biplane and single plane methods, respectively.

The biplane and single plane method derived LA EF’s arithmetic mean ± SD were
(50 ± 14%, 95% CI: 47 to 53.1%) and (54 ± 15%, 95% CI: 50.9 to 57.5%), respectively,
indicating that the true population mean is likely within this range. The median values
for the biplane and single plane methods were (54%, 95% CI: 50.5 to 55.8%) and (59%,
95% CI: 54.1 to 61%), respectively. The variance, which is a measure of dispersion for
the biplane and single plane methods, was 187% and 213%, respectively. The relative
standard deviation for both was 27%, providing a measure of dispersion relative to the
mean. The standard error of the mean, which estimates the precision of the sample mean
as an estimate of the population mean, was 1.5% for the biplane method and 1.6% for the
single plane method.
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3.3.2. Correlations between Biplanar and Single-Planar after Bias Correction

In a validation cohort of 79 subjects, the regression analysis of the dependent variable
biplane LA maximum volume (in mL) on the independent variable single plane LA maxi-
mum volume (in mL) yielded a significant model (p < 0.001) with a strong coefficient of
determination (r = 0.96). The regression equation was y = 1.429 + 0.963x. The intercept
was 1.4 (95% CI: −4.8 to 7.6, t = 0.5, p = 0.65), and the slope was 1.0 (95% CI: 0.9 to 1.0,
t = 30.4, p < 0.0001) (Figure 4). For biplane LA minimum volume (in mL) and single plane
LA minimum volume (in mL), the regression equation was y = 0.343 + 1.003x with a strong
coefficient of determination (r = 0.98, p < 0.001). For biplane LA EF (in %) and single plane
LA EF (in %), the regression equation was y = 4.617 + 0.905x with a strong coefficient of de-
termination (r = 0.97, p < 0.001). For biplane LA SV (in mL) and single plane LA SV (in mL),
the regression equation was y = 2.397 + 0.955x with a strong coefficient of determination
(r = 0.89, p < 0.001). These findings suggest a strong positive linear relationship between
each pair’s dependent and independent variables.
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Figure 4. Post-bias correction agreement investigation in the validation cohort (n = 79): Bland–
Altman plot agreement and correlation between biplane and single plane methods of left atrial (LA)
maximum and minimum volumes assessment methods. Both Bland–Altman and regression analyses
demonstrate the agreement of biplane versus single plane measurements for these two variables.

3.3.3. Bland–Altman Plots and Bias Investigation after Bias Correction

Comparison between the biplane and single plane post-bias correction methods for
measuring LA volumes are demonstrated in Table 2. Bland–Altman plots illustrating
the agreement between biplane and single plane methods are shown in Figures 4 and 5.
In a comparative analysis of biplane and single plane analysis methods, for biplane LA
maximum volume, the arithmetic mean difference was −2 mL (95% CI: −20.4 to 16.5 mL,
p = 0.05), indicating a slight underestimation by single plane, but this difference was not
statistically significant. Similarly, for biplane LA minimum volume, the mean difference
was 0.5 mL (95% CI: −11.1 to 12.1 mL, p = 0.47), suggesting a slight underestimation by
single plane, but again, this difference was not statistically significant. For biplane and
single plane LA SV and LA EF, the mean differences were 0.5 mL (95% CI: −11.8 to 12.8,
p = 0.47) and −0.2% (95% CI: −7.7 to 7.3, p = 0.75), respectively, indicating no significant
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differences between the two methods. These findings suggest that the two methods are
comparable for measuring LA maximum volume, LA minimum volume, LA SV and LA EF.

Table 2. Left atrial volumetric measurements by biplane and single plane post-bias correction analysis
methods of the validation cohort (n = 79).

Validation Cohort Biplane Method Single Plane Bias p

LA maximum volume, mL 90 ± 34 92 ± 34 −2 0.06
LA minimum volume, mL 48 ± 30 47 ± 30 0.5 0.47

LA stroke volume, mL 43 ± 14 42 ± 13 0.5 0.47
LA ejection fraction, % 50 ± 14 50 ± 15 −0.2 0.69

Mean ± standard deviation. Abbreviations: LA, left atrium; SD, standard deviation.
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Figure 5. Post-bias correction agreement investigation in the validation cohort (n = 79): Bland–Altman
plot agreement and correlation between biplane and single plane methods of left atrial (LA) ejection
fraction (EF) and stroke volume (SV) assessment. Both Bland–Altman and regression analyses
demonstrate the agreement of biplane versus single plane measurements for these two variables.

3.3.4. Receiver Operator Characteristics

The area under the curve (AUC) for the single plane method to predict biplane method
cutoff of LA maximum volume of ≥112 mL was (AUC = 0.97, p < 0.001), indicating a high
level of accuracy in distinguishing between normal and abnormal states. Moreover, the
single plane method to predict the biplane method cutoff of LA minimum volume of ≥44
had an even higher AUC = 0.99 (p < 0.001), suggesting excellent accuracy. Additionally,
single-plane-derived LA parameters to predict biplane LA SV of ≤21 mL had an AUC of 1
(p < 0.001). Finally, single-plane-derived LA parameters to predict biplane LA EF of ≤46%
had an AUC of 1 (p < 0.001), indicating ideal accuracy (Figure 6).
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Figure 6. Receiver operating characteristic (ROC) Curves for left atrial (LA) parameters in predict-
ing biplane cutoffs of abnormal values using the upper limit of normal values. [(A) maximum
volume ≥ 112 mL, (B) minimum volume ≥ 44 mL, (C) stroke volume ≤ 21 mL, and (D) ejection
fraction ≤ 46%]. Each panel displays the sensitivity (y-axis) against 100-specificity (x-axis). All
p-values are less than 0.001, indicating significant predictive power for all metrics.

The results suggest that these variables are highly predictive and could be useful in
disease diagnosis or prognosis. The standard errors were 0.02 mL for LA maximum volume,
0.002 mL for LA minimum volume, 0 mL for LA SV and 0% for LA EF. The 95% confidence
intervals ranged from 0.89 to 0.99 mL for the LA maximum volume, 0.95 to 1.0 mL for the
LA minimum volume, 0.95 to 1.0 mL for the LA SV and 0.95 to 1.0% for the LA EF. These
findings provide robust evidence for the reliability of these variables in the study context.

4. Discussion

This study aimed to investigate if the single plane method for LA volume assessment
on CMR is as good as the biplane method for clinical assessment. We observed that both
methods had an excellent association with each other with some systematic biases. After
correcting for biases, both methods are comparable and in strong agreement with each other.
When we looked at clinically relevant cutoffs in the validation cohort, the single plane
method demonstrated a high area under the curve for diagnosing a dilated left atrium, as
per the biplane method.

Previous studies used CMR to compare LA indices derived from biplane and single
plane methods [17]. Tao et al. [17] demonstrated that the single plane tissue tracking CMR
underestimated LA volume and strain compared to the biplane method. To compensate
for that, they used regression equations to further quantify LA indices from a single plane.
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They found no significant differences between single plane and biplane methods in all LA
volume and strain parameters. They concluded that the single-plane-derived CMR method
is reproducible and as accurate as the standard biplane method. The relevant findings in
this study provided the foundation we used to evaluate our study’s data further. How-
ever, despite demonstrating consistency and agreement between single plane and biplane
methods, their method did not appear to account for any systematic bias. The single plane
method underestimates volumes systematically; therefore, our study used a systematic
correction factor to correct it to the biplane method. Given that their method does not
routinely incorporate LA volumetric assessment, our approach offers broader applicability
compared to tissue tracking or strain analysis. Moreover, our segmentation analysis method
was completely automated, making it more feasible than tissue tracking CMR.

LA volume is considered more reproducible than left atrial strain [22,23] as it is less
affected by the acoustic window and image quality, and it is based on geometric assump-
tions that are less complex than those required for strain analysis [24]. The reproducibility
of left atrial strain can be affected by the load dependency of the parameter and the wide
range of normal values, which can introduce variability in the assessment of left atrial
function, particularly in patients with normal left ventricular EF [25]. It is also worth noting
that several software vendors have different strain algorithms, which further prohibit its
broader clinical adoption. Meanwhile, the area-length method for volumetric assessment is
already largely used and is available in many cardiac-specific and generic applications. In
summary, the more reproducible nature of LA volume measurements can be attributed to
the established and standardised techniques for volume quantification, less sensitivity to
image quality and operator dependency, and the geometric simplicity of the measurements
compared to the complexity of strain analysis.

In routine clinical practice, the use of the biplane method for computing LA volume
can be hindered by several challenges. These include temporal misalignment between
the four-chamber and two-chamber cines, and improper planning of either cine. A well-
executed four-chamber cine is of significant clinical value as it facilitates a comparative
analysis of the LA and other chambers. Moreover, it enables the assessment of the peri-
cardium, subcutaneous adipose tissue and descending aorta. Therefore, in situations where
high-quality cines in other views are unavailable due to arrhythmias or other issues, a
four-chamber analysis can prove to be invaluable. This study enhances the clinical applica-
bility of four-chamber analysis by calibrating several methods for LA volume assessment.
Consequently, this research significantly advances the field.

Limitations

The four-chamber CMR analysis depends on acquisition; if wrongly planned, it can
lead to under or overestimating LA volumes. However, we had clear acquisition protocols,
likely reducing this error. We used already developed artificial intelligence (AI) deep-learnt
contours to derive both biplane and single plane volumes. There is room for error in the
accuracy of the AI contours; however, in our in-house testing, this has been minimal. Even
though both derivation and validation datasets include a broad range of left ventricular
impairment patients, we did not include congenital studies, which may limit our methods’
more general clinical applicability. Future studies are needed to test the prognostic relevance
of our single plane method to measure LA volume.

5. Conclusions

LA volumetric and functional assessment by the single plane method has a system-
atic bias compared to the biplane method. After applying the bias correction factors,
single plane four-chamber-derived LA volume and function are comparable to the bi-
plane method.



Tomography 2024, 10 469

Author Contributions: Conceptualization, P.P.S., A.J.S., R.J.v.d.G. and P.G.; Data curation, H.A., R.L.
and P.G.; Formal analysis, H.A. and P.G.; Funding acquisition, P.G.; Investigation, H.A. and P.G.;
Methodology, H.A., R.J.v.d.G. and P.G.; Project administration, P.G.; Resources, P.P.S., R.J.v.d.G. and
P.G.; Software, B.K. and R.J.v.d.G.; Supervision, P.G.; Validation, R.J.v.d.G. and P.G.; Visualization,
H.A. and P.G.; Writing—original draft, H.A., N.S., C.B. and P.G.; Writing—review and editing, H.A.,
N.S., C.B., G.M., R.L., C.G.-C., Z.M., B.K., P.P.S., A.J.S., R.J.v.d.G. and P.G. All authors have read and
agreed to the published version of the manuscript.

Funding: P.G. is funded by Wellcome Trust Clinical Research Career Development Fellowships (220703/
Z/20/Z). For the purpose of Open Access, these authors have applied a CC BY public copyright license
to any Author Accepted Manuscript version arising from this submission. The funders had no role in
study design, data collection and analysis, publishing decisions, or manuscript preparation.

Institutional Review Board Statement: The research adhered to the guidelines outlined in the 2013
version of the Declaration of Helsinki. Data acquisition and handling were authorized by the National
Research Ethics Service in the United Kingdom in October 2017, with approval number 21/NE/0149.

Informed Consent Statement: Informed consent was obtained from all subjects involved in the study.

Data Availability Statement: The datasets generated and analyzed during the current study are
not publicly available. Access to the raw images of patients is not permitted since specialized post-
processing imaging-based solutions can identify the study patients in the future. Data are available
from the corresponding author upon reasonable request.

Conflicts of Interest: PG is a clinical advisor for Neosoft, Pie Medical Imaging and Medis Medical
Imaging. PG consults for Anteris and Edward Life Sciences. All other authors have no competing
interests to declare.

Abbreviations

AF atrial fibrillation
AUC area under the curve
CMR cardiovascular magnetic resonance
EF ejection fraction
LA left atrium
LVFP left ventricular filling pressure
ROC receiver operator curve
SD standard deviation
SV stroke volume

References
1. Hoit, B.D. Left atrial size and function: Role in prognosis. J. Am. Coll. Cardiol. 2014, 63, 493–505. [CrossRef]
2. Rossi, A.; Temporelli, P.L.; Quintana, M.; Dini, F.L.; Ghio, S.; Hillis, G.S.; Klein, A.L.; Marsan, N.A.; Prior, D.L.; Yu, C.M.; et al.

Independent relationship of left atrial size and mortality in patients with heart failure: An individual patient meta-analysis of
longitudinal data (MeRGE Heart Failure). Eur. J. Heart Fail. 2009, 11, 929–936. [CrossRef]

3. Raisi-Estabragh, Z.; McCracken, C.; Condurache, D.; Aung, N.; Vargas, J.D.; Naderi, H.; Munroe, P.B.; Neubauer, S.; Harvey,
N.C.; Petersen, S.E. Left atrial structure and function are associated with cardiovascular outcomes independent of left ventricular
measures: A UK Biobank CMR study. Eur. Heart J. Cardiovasc. Imaging 2022, 23, 1191–1200. [CrossRef]

4. Bombelli, M.; Facchetti, R.; Cuspidi, C.; Villa, P.; Dozio, D.; Brambilla, G.; Grassi, G.; Mancia, G. Prognostic Significance of Left
Atrial Enlargement in a General Population. Hypertension 2014, 64, 1205–1211. [CrossRef]

5. Inciardi, R.M.; Giugliano, R.P.; Claggett, B.; Gupta, D.K.; Chandra, A.; Ruff, C.T.; Antman, E.M.; Mercuri, M.F.; Grosso, M.A.;
Braunwald, E.; et al. Left atrial structure and function and the risk of death or heart failure in atrial fibrillation. Eur. J. Heart Fail.
2019, 21, 1571–1579. [CrossRef]

6. Di Tullio, M.R.; Sacco, R.L.; Sciacca, R.R.; Homma, S. Left atrial size and the risk of ischemic stroke in an ethnically mixed
population. Stroke 1999, 30, 2019–2024. [CrossRef]

7. Hosseini Farahabadi, M.; Milani-Nejad, S.; Liu, S.; Yu, W.; Shafie, M. Left Atrial Dilatation and Reduced Left Ventricular Ejection
Fraction Are Associated with Cardioembolic Stroke. Front. Neurol. 2021, 12, 680651. [CrossRef] [PubMed]

8. Welles, C.C.; Ku, I.A.; Kwan, D.M.; Whooley, M.A.; Schiller, N.B.; Turakhia, M.P. Left atrial function predicts heart failure
hospitalization in subjects with preserved ejection fraction and coronary heart disease: Longitudinal data from the Heart and
Soul Study. J. Am. Coll. Cardiol. 2012, 59, 673–680. [CrossRef] [PubMed]

https://doi.org/10.1016/j.jacc.2013.10.055
https://doi.org/10.1093/eurjhf/hfp112
https://doi.org/10.1093/ehjci/jeab266
https://doi.org/10.1161/HYPERTENSIONAHA.114.03975
https://doi.org/10.1002/ejhf.1606
https://doi.org/10.1161/01.STR.30.10.2019
https://doi.org/10.3389/fneur.2021.680651
https://www.ncbi.nlm.nih.gov/pubmed/34589043
https://doi.org/10.1016/j.jacc.2011.11.012
https://www.ncbi.nlm.nih.gov/pubmed/22322084


Tomography 2024, 10 470

9. Kawel-Boehm, N.; Hetzel, S.J.; Ambale-Venkatesh, B.; Captur, G.; Francois, C.J.; Jerosch-Herold, M.; Salerno, M.; Teague, S.D.;
Valsangiacomo-Buechel, E.; van der Geest, R.J.; et al. Reference ranges (‘normal values’) for cardiovascular magnetic resonance
(CMR) in adults and children: 2020 update. J. Cardiovasc. Magn. Reson. Off. J. Soc. Cardiovasc. Magn. Reson. 2020, 22, 87. [CrossRef]
[PubMed]

10. Kowallick, J.T.; Kutty, S.; Edelmann, F.; Chiribiri, A.; Villa, A.; Steinmetz, M.; Sohns, J.M.; Staab, W.; Bettencourt, N.; Unterberg-
Buchwald, C.; et al. Quantification of left atrial strain and strain rate using Cardiovascular Magnetic Resonance myocardial
feature tracking: A feasibility study. J. Cardiovasc. Magn. Reson. 2014, 16, 60. [CrossRef] [PubMed]

11. Yancy, C.W.; Jessup, M.; Bozkurt, B.; Butler, J.; Casey, D.E.; Drazner, M.H.; Fonarow, G.C.; Geraci, S.A.; Horwich, T.; Januzzi,
J.L.; et al. 2013 ACCF/AHA guideline for the management of heart failure: A report of the American College of Cardiology
Foundation/American Heart Association Task Force on practice guidelines. Circulation 2013, 128, e240–e327. [CrossRef] [PubMed]

12. Heidenreich, P.A.; Bozkurt, B.; Aguilar, D.; Allen, L.A.; Byun, J.J.; Colvin, M.M.; Deswal, A.; Drazner, M.H.; Dunlay, S.M.;
Evers, L.R.; et al. 2022 AHA/ACC/HFSA Guideline for the Management of Heart Failure: A Report of the American College
of Cardiology/American Heart Association Joint Committee on Clinical Practice Guidelines. Circulation 2022, 145, e895–e1032.
[CrossRef]

13. Kawel-Boehm, N.; Maceira, A.; Valsangiacomo-Buechel, E.R.; Vogel-Claussen, J.; Turkbey, E.B.; Williams, R.; Plein, S.; Tee, M.;
Eng, J.; Bluemke, D.A. Normal values for cardiovascular magnetic resonance in adults and children. J. Cardiovasc. Magn. Reson.
Off. J. Soc. Cardiovasc. Magn. Reson. 2015, 17, 29. [CrossRef] [PubMed]

14. Petersen, S.E.; Khanji, M.Y.; Plein, S.; Lancellotti, P.; Bucciarelli-Ducci, C. European Association of Cardiovascular Imaging expert
consensus paper: A comprehensive review of cardiovascular magnetic resonance normal values of cardiac chamber size and
aortic root in adults and recommendations for grading severity. Eur. Heart J. Cardiovasc. Imaging 2019, 20, 1321–1331. [CrossRef]

15. Garg, P.; Gosling, R.; Swoboda, P.; Jones, R.; Rothman, A.; Wild, J.M.; Kiely, D.G.; Condliffe, R.; Alabed, S.; Swift, A.J. Cardiac
magnetic resonance identifies raised left ventricular filling pressure: Prognostic implications. Eur. Heart J. 2022, 43, 2511–2522.
[CrossRef]

16. Assadi, H.; Matthews, G.; Chambers, B.; Grafton-Clarke, C.; Shabi, M.; Plein, S.; Swoboda, P.P.; Garg, P. Cardiac Magnetic
Resonance Left Ventricular Filling Pressure Is Associated with NT-proBNP in Patients with New Onset Heart Failure. Medicina
2023, 59, 1924. [CrossRef]

17. Tao, S.; Ciuffo, L.A.; Lima, J.A.C.; Wu, K.C.; Ashikaga, H. Quantifying left atrial structure and function using single-plane
tissue-tracking cardiac magnetic resonance. Magn. Reson. Imaging 2017, 42, 130–138. [CrossRef]

18. Mitchell, C.; Rahko, P.S.; Blauwet, L.A.; Canaday, B.; Finstuen, J.A.; Foster, M.C.; Horton, K.; Ogunyankin, K.O.; Palma,
R.A.; Velazquez, E.J. Guidelines for Performing a Comprehensive Transthoracic Echocardiographic Examination in Adults:
Recommendations from the American Society of Echocardiography. J. Am. Soc. Echocardiogr. Off. Publ. Am. Soc. Echocardiogr.
2019, 32, 1–64. [CrossRef] [PubMed]

19. Crandon, S.; Westenberg, J.J.M.; Swoboda, P.P.; Fent, G.J.; Foley, J.R.J.; Chew, P.G.; Brown, L.A.E.; Saunderson, C.; Al-Mohammad,
A.; Greenwood, J.P.; et al. Impact of Age and Diastolic Function on Novel, 4D flow CMR Biomarkers of Left Ventricular Blood
Flow Kinetic Energy. Sci. Rep. 2018, 8, 14436. [CrossRef] [PubMed]

20. Garg, P.; Crandon, S.; Swoboda, P.P.; Fent, G.J.; Foley, J.R.J.; Chew, P.G.; Brown, L.A.E.; Vijayan, S.; Hassell, M.E.C.J.;
Nijveldt, R.; et al. Left ventricular blood flow kinetic energy after myocardial infarction—Insights from 4D flow cardiovascular
magnetic resonance. J. Cardiovasc. Magn. Reson. Off. J. Soc. Cardiovasc. Magn. Reson. 2018, 20, 61. [CrossRef] [PubMed]

21. Alandejani, F.; Alabed, S.; Garg, P.; Goh, Z.M.; Karunasaagarar, K.; Sharkey, M.; Salehi, M.; Aldabbagh, Z.; Dwivedi, K.;
Mamalakis, M.; et al. Training and clinical testing of artificial intelligence derived right atrial cardiovascular magnetic resonance
measurements. J. Cardiovasc. Magn. Reson. Off. J. Soc. Cardiovasc. Magn. Reson. 2022, 24, 25. [CrossRef] [PubMed]

22. Alfuhied, A.; Marrow, B.A.; Elfawal, S.; Gulsin, G.S.; Graham-Brown, M.P.; Steadman, C.D.; Kanagala, P.; McCann, G.P.; Singh, A.
Reproducibility of left atrial function using cardiac magnetic resonance imaging. Eur. Radiol. 2021, 31, 2788–2797. [CrossRef]
[PubMed]

23. Zareian, M.; Ciuffo, L.; Habibi, M.; Opdahl, A.; Chamera, E.H.; Wu, C.O.; Bluemke, D.A.; Lima, J.A.C.; Venkatesh, B.A. Left atrial
structure and functional quantitation using cardiovascular magnetic resonance and multimodality tissue tracking: Validation and
reproducibility assessment. J. Cardiovasc. Magn. Reson. Off. J. Soc. Cardiovasc. Magn. Reson. 2015, 17, 52. [CrossRef] [PubMed]

24. Jenkins, C.; Bricknell, K.; Marwick, T.H. Use of real-time three-dimensional echocardiography to measure left atrial volume:
Comparison with other echocardiographic techniques. J. Am. Soc. Echocardiogr. Off. Publ. Am. Soc. Echocardiogr. 2005, 18, 991–997.
[CrossRef]

25. Nagueh, S.F.; Khan, S.U. Left Atrial Strain for Assessment of Left Ventricular Diastolic Function: Focus on Populations with
Normal LVEF. JACC Cardiovasc. Imaging 2023, 16, 691–707. [CrossRef]

Disclaimer/Publisher’s Note: The statements, opinions and data contained in all publications are solely those of the individual
author(s) and contributor(s) and not of MDPI and/or the editor(s). MDPI and/or the editor(s) disclaim responsibility for any injury to
people or property resulting from any ideas, methods, instructions or products referred to in the content.

https://doi.org/10.1186/s12968-020-00683-3
https://www.ncbi.nlm.nih.gov/pubmed/33308262
https://doi.org/10.1186/s12968-014-0060-6
https://www.ncbi.nlm.nih.gov/pubmed/25196447
https://doi.org/10.1161/CIR.0b013e31829e8776
https://www.ncbi.nlm.nih.gov/pubmed/23741058
https://doi.org/10.1161/CIR.0000000000001063
https://doi.org/10.1186/s12968-015-0111-7
https://www.ncbi.nlm.nih.gov/pubmed/25928314
https://doi.org/10.1093/ehjci/jez232
https://doi.org/10.1093/eurheartj/ehac207
https://doi.org/10.3390/medicina59111924
https://doi.org/10.1016/j.mri.2017.06.003
https://doi.org/10.1016/j.echo.2018.06.004
https://www.ncbi.nlm.nih.gov/pubmed/30282592
https://doi.org/10.1038/s41598-018-32707-5
https://www.ncbi.nlm.nih.gov/pubmed/30258186
https://doi.org/10.1186/s12968-018-0483-6
https://www.ncbi.nlm.nih.gov/pubmed/30165869
https://doi.org/10.1186/s12968-022-00855-3
https://www.ncbi.nlm.nih.gov/pubmed/35387651
https://doi.org/10.1007/s00330-020-07399-z
https://www.ncbi.nlm.nih.gov/pubmed/33128187
https://doi.org/10.1186/s12968-015-0152-y
https://www.ncbi.nlm.nih.gov/pubmed/26126732
https://doi.org/10.1016/j.echo.2005.03.027
https://doi.org/10.1016/j.jcmg.2022.10.011

	Introduction 
	Materials and Methods 
	Study Cohort 
	Ethics Approval and Consent to Participate 
	Cardiac Magnetic Resonance Protocol 
	CMR Analysis 
	Statistical Analysis 

	Results 
	Left Atrial Biplanar Volume Assessment in the Whole Cohort 
	Derivation Cohort (n = 100) 
	Correlations between Biplanar and Single Planar Methods 
	Bland–Altman Plots and Bias Investigation 

	Validation Cohort (n = 79) 
	Left Atrial Volumetric Assessment 
	Correlations between Biplanar and Single-Planar after Bias Correction 
	Bland–Altman Plots and Bias Investigation after Bias Correction 
	Receiver Operator Characteristics 


	Discussion 
	Conclusions 
	References

